[Working organs of actuating devices for assisted circulation].
Business ends of operating mechanisms for assisted circulation, based on the principle of contrapulsation, must satisfy a number of requirements on which the safety and the effectiveness of their performance depend. Among these of particular importance are the working volume of the arrangement, correct conformity of the balloon and aorta diameters and also the duty cycle of the arrangement.